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Objective  
§  Evaluate preventable exposure dose in 
routine chest CT examinations beyond 
prescribed anatomical landmarks and 
estimate extra dose delivered to the 
patient. 
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Background/rationale  
§  Recent technical advances have greatly 
increased the clinical applications of CT. 
§  Developments in multidetector-row CT 
(MDCT) technology have occurred. 
§  The major disadvantage with the 
increased use of MDCT is associated 
radiation exposure1,2,3. 
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Background/rationale  
§  Some studies have demonstrated the use 
of different strategies for reducing the 
dose in CT examinations4 
–  automatic modulation current; 
–  automatically selecting the technical 
parameters; 
–  automatic collimation adapted to the patient; 
–  use of post-processing images. 
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Background/rationale  
§  Ninety-eight percent (98%) of thoraco-
abdominal and pelvic CT scans showed an 
increase in the volume of images obtained 
compared to the volume of interest, thus 
translating the contribution of excess dose 
to the patient4. 
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Background/rationale  
§  Since there are several studies that show 
the importance of acquiring strategies for 
dose reduction in CT examinations, it is 
essential to appreciate that such additional 
images may also contribute to the increase 
in dose examinations, since patients being 
radiated beyond the intended area of ​​
interest5,6. 
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Background/rationale  
§  CT examination planning is the focus of 
our study. 
§  Thus, the optimization of radiation 
exposure is crucial and this must be 
considered as one of the most important 
tasks when planning the scan. 
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Research question 
§  To what extent the exam planning is 
rigorous? 
§  According to the European guidelines, 
which is considered a rigorous planning? 
§  Does the range of exposure is exactly 
what we need and we are not radiate the 
patient beyond the limits that are 
supposed to? 
Purpose Material & methods  Results Conclusions 
www.estesl.ipl.pt 
Study type 
§  Observat iona l s tudy based on a 
retrospective and transversal design. 
§  The observational component of this study 
is based on information available from the 
clinical field (CT scans), which was 
authorized maintaining the confidentiality 
of data related to the patients. 
§  The data was collected from DICOM tags. 
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Patients 
 
§  A sample of 102 routine adult chest CT 
examinations (53 male and 49 female) 
was retrospectively analysed. 
§  Ages between 25 and 87 years old. 
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Study protocol 
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Hospital Protocol– Chest CT 
Equipment GE light speed ultra - 8 
slices 
Tube Potential (kVp) 120 
Intensity*time (mAs) 225 
Colimation (mm) 8x5 
Pitch 1,35 
Thickness reconstruction(mm) 1,25/ 2,5/ 3,75 
Range  Apical lungs to 
costophrenic angles 
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§  The CT- Expo is a Microsoft Excel 
spreadsheet for dose calculation in 
patients undergoing CT examinations. 
§  CT- Expo offers a mathematical phantom 
for females and males (figure 1) 
–  EVA ( 160 cm and 60 kg) 
–  ADAM ( 170 cm and 70 kg). 
CT – Expo V 2.1 
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§  Descriptive statistics and one sample t-test 
at a 95% confidence interval (CI) was 
performed to test any stat is t ica l 
differences between 
–  effective dose from the performed CT scans 
and; 
–  the desirable scans accurately planned and 
referenced to the prescribed landmarks 
Statistical analysis 
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Data analysis  
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Prescribed anatomical landmarks vs ideal 
limits: 
à Software: GE Centricity Dicom Viewer  
Calculation and estimation of doses: 
à Software CT – Expo V 2.1 
Fig.2 Ilustrative picure of software GE Centricity Dicom Viewer 
Fig.1 Illustrative picture of software CT – Expo V 2.1 
Fig.3 Illustrative picture of software CT- Expo –  Prescribed 
Range vs  Ideal Range vs Range Ideal 
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DLP Results 
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DLP Results 
§  Average DLP examination carried out > 
DLP Average of total calculated exams and 
ideals.  
§  DLP average calculated for the ideal exam 
< DLP average calculated for the total 
examination  
–  As expected to happen, since the range is 
less. 
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Discussion 
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§  93% of chest CT examinations were 
planned and acquired beyond the 
prescribed anatomical landmarks. 
§  The mean effective dose in the 7 organs 
for the acquired exam versus the desirable 
prescribed landmarks under the routine 
scanning protocol was as follows. 
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Organs Results 
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Organs Results 
§  The radiation dose is higher in the lungs, 
esophagus , heart and bone structures . 
§  Thyroid , kidney and the adrenal glands, 
the dose is lower. 
§  Levels of effective dose thyroid < the ideal 
test. 
§  Levels of effective dose to the kidneys > 
that the ideal test. 
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Organs Conclusion 
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§  Statistical significant differences in 
effective dose (p<0.05) were found in all 
organs, where extra-coverage was found, 
except thyroid. 
§  Major differences were found in kidneys 
(24.8 mSv) and thyroid (-16.7 mSv) due 
the fact that those organs are located at 
the anatomical boundaries.  
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Conclusions & take-home messages 
§  When the prescribed guidelines for CT 
scans of the chest are considered and 
applied, it results in a decrease of the 
dose received by the patient. 
 
§  An accurate scanning protocol should be 
followed to avoid unnecessary dose 
delivered to the patient. 
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